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Abstract—An approach based on multi-layer spiral inductors to
remotely power implantable sensors is investigated. As compared
to single-layer inductors having the same area, multi-layer printed
inductors enable a higher efficiency (up to 35%higher) and voltage
gain (almost one order of magnitude higher). A system conceived
to be embedded into a skin patch is designed to verify the perfor-
mance. The system is able to transmit up to 15 mW over a dis-
tance of 6 mm and up to 1.17 mW where a 17 mm beef sirloin is
placed between the inductors. Furthermore, the system performs
downlink communication (up to 100 kbps) and uplink communi-
cation based on the backscattering technique (up to 66.6 kbps).
Long-range communication is achieved by means of a bluetooth
module.
Index Terms—Energy harvesting, implantable sensors, induc-
tive link, multi-layer spiral inductors, remote powering.
I. INTRODUCTION
T HE research field of implantable biosensors has been at-tracting the attention of academia and industry for the past
two decades. The possibility to constantly monitor the human
body and its metabolism from inside paves the way to person-
alized medicine and point-of-care therapies, giving the oppor-
tunity to adapt the medical treatments to the response of the pa-
tient. For example, the constant monitoring of the glucose level
in the subcutaneous interstitial fluids is an important aid to those
patients who suffer from diabetes. Bymeans of implantable sen-
sors located in the subcutaneous zones, the percentage of glu-
cose into the blood (glycemia) can be recorded and transmitted
to a remote device, such as a smartphone, to be analyzed. Thus,
periodic and disturbing blood drawing can be avoided. Another
metabolite that can bemonitored bymeans of subcutaneous sen-
sors is lactate, a product of the anaerobic muscle activity [1].
The lactate concentration into the blood (lactatemia) or into in-
terstitial tissues in muscles can be recorded to monitor the mus-
cular effort in sportsmen or people under rehabilitation.
A. Remote Powering of Lactate Biosensors
Different solutions have been proposed in literature to design
and optimize amperometric biosensors dedicated to the lactate
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detection [2], [3]. The use of carbon nanotubes has been pro-
posed to enhance the sensitivity of these devices [4], [5]. The
presence of nanostructured electrodes slightly complicates the
design of the sensor. Due to the toxicity of nanotubes [6], [7],
selective membranes must be used to avoid dispersion into the
body. However, the enhanced sensitivity enables the detection
of small concentrations of the metabolite, typical of the body
range.
Besides the sensing aspects, related to the electrochem-
istry domain, implantable biosensors must respect several
constraints. They must be minimally invasive, completely
biocompatible, with low thermal dissipation, and large power
autonomy. This last requirement should be carefully consid-
ered, since battery size and battery lifetime strongly affect
the performance and the invasivity of an implantable sensor.
Modern batteries, even with an improved energy density, still
represent a bottleneck in the miniaturization of the implantable
sensors. Moreover, substituting the battery can cause discom-
fort to the patient.
Energy harvesting techniques exploit natural or artificial
power sources surrounding the person to assist the implanted
batteries and in certain cases replace them. Previously de-
veloped harvesting techniques for implantable biosensors are
surveyed in [8]. Remote powering through inductive links is
one of the most promising approaches. In such a technique,
near-field magnetic induction is used to transfer power wire-
lessly through the body tissues. An alternate current is forced
into an external inductor; the variable magnetic field generated
induces an alternate current into one or more receiving induc-
tors. This technique has been studied since several decades, and
it has already reached the market with commercial products
[9]. However, the miniaturization process of the receiving
inductors, while preserving power efficiency, is still an open
research topic.
This article explores the use of multi-layer printed spiral in-
ductors to remotely power subcutaneous devices dedicated to
lactate monitoring. Thanks to this approach, the size of the re-
ceiver inductors can be noticeably reduced with respect to the
classical “pancake” inductors or the single-layer spiral induc-
tors, such as the ones used in [10]–[15]. Moreover, the decrease
in size does not result in a lower efficiency of the system in terms
of power transmission. Finally, the small size of the multi-layer
spiral inductors supports their implantation in the subcutaneous
zones by means of an injection.
The proposed approach is initially compared to different
solutions presented in literature, such as litz-wire coils, on-chip
inductors, and MEMS inductors. Then, the advantages of
using multi-layer structures, in terms of link efficiency and
voltage gain, are investigated and compared with a single-layer
approach.
1932-4545/$31.00 © 2012 IEEE
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Fig. 1. A system is designed to power implantable sensors through an inductive
link. The system is realized on a flexible substrate to be embedded into a skin
patch and is used to test multi-layer receiving inductors. Reprinted from [16].
A system, shown in Fig. 1, is designed to confirm the benefits
of using multi-layer spiral inductors [16]. It utilizes a high ef-
ficiency class-E power amplifier to drive the external inductor.
Bidirectional data communication between the system and the
implantable device is performed. Downlink communication
(from the external system to the implantable sensor) is achieved
by means of an external amplitude modulator (Amplitude Shift
Keying—ASK). Uplink communication (from the implantable
sensor to the external system) is obtained by varying the
internal load (Load Shift Keying—LSK) and detecting this
change on the current flowing on the external inductor. Thus,
no implantable RF transmitter is used. This technique is usually
named backscattering. In addition to the short-range com-
munication with the implantable sensor, the system performs
long-range communication with a remote device by means of
an embedded bluetooth module. Indeed, the system is designed
to enable real-time telemetry of the body metabolism.
The realization of the external inductor on a flexible substrate,
such as a polyamide film, increases the wearability of the device
that can be embedded into skin patches and located directly over
the implantation areas (Fig. 1). The improved wearability, when
compared to systems using classical “pancake” inductors as ex-
ternal coils [10], [11], [13], reduces the discomfort of the patient.
The remainder of the paper is organized as follows. Section II
introduces proper figures of merit used to evaluate the quality
and the performance of an inductive link. In Section III different
techniques to realize an inductive link are presented and com-
pared. Moreover, the multi-layer approach is introduced. Sec-
tion IV describes the design of the link by using multi-layer
printed spiral inductors. Simulations andmeasurements are used
to determine the inductor geometry and the number of layers.
Section V reports a brief description of the external transmitter
and the experimental results. Finally, Section VI concludes the
paper.
II. FIGURES OF MERIT OF AN INDUCTIVE LINK
An inductive link is an electrical circuit consisting of two
or more magnetically-coupled inductors. In the case of remote
Fig. 2. Schematic description of an inductive link.
powering of implanted biosensors, the link usually consists of
two inductors. The external (transmitting) inductor is placed
outside the body, while the internal (receiving) inductor is im-
planted. An alternate current flowing on the external inductor
changes the magnetic flux linked to the internal inductor. Thus,
an electromotive force is generated at the edges of the internal
inductor. If the internal inductor is connected to a load, a current
flows through the load.
An inductive link with two inductors is shown in Fig. 2. The
external inductor , drawn with its equivalent series resistance
, is driven by the voltage source . The internal inductor
is also drawnwith its equivalent series resistance . Bymaking
the assumption that the link operates fairly below the self-reso-
nance frequencies of the two inductors, no other intrinsic com-
ponent has to be reported in the schematic.
A resonant capacitor is used to drive the secondary cir-
cuit into resonance and maximize the power transfer and the
link efficiency [17]. In order to resonate with the inductor
at the working angular frequency , the value of is fixed at
. Finally, a passive matching network is used to
achieve impedance matching between the coil resistance and
the load . Typically, a pure capacitive network can be used
to match the impedance of the load with the receiving inductor.
If the parasitic resistances of those capacitors are neglected, the
matching network does not dissipate active power. This ideal
behavior is assumed throughout the paper.
A. Link Efficiency
The efficiency of an inductive link is defined as the ratio
between the power dissipated on the load and the total dissipated
power. We report here the analytical formulas presented in [17]
to describe the link efficiency as a function of the electrical
parameters of the link. By defining as the power dissipated
on the secondary circuit over the totally dissipated power
(1)
and as the power dissipated on the load over the power dis-
sipated on the secondary circuit
(2)
the link efficiency can be written as
(3)
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By defining the coupling coefficient as
(4)
and the quality factor as
(5)
the efficiency reported in (3) can be rewritten as
(6)
The ratio between the intrinsic resistance of the internal in-
ductor and the load that maximizes the link efficiency is
obtained
(7)
Since
(8)
the stationary point found in (7) is a maximum.
In the remainder of the paper, is chosen according to to
satisfy the expression (7). The desired is obtained by prop-
erly tuning the matching network.
Finally, by combining (3) and (7), the maximum link effi-
ciency is described by
(9)
B. Voltage Gain
The transferred power, although important, is not the only
figure of merit of an inductive link. In order to power a load,
the supplied voltage must be sufficiently high, according to the
load specification. Charge pumps can be used to increase the
voltage supplied to the load; however, the voltage at the input
of the charge pumps must be sufficient to activate them.
Thus, it is useful to define the voltage gain as the ratio
between the voltage and the voltage of the source . Ac-
cording to [17], the voltage gain can be written as
(10)
By studying the voltage gain as a function of the load
, no maximum is found for finite values of . The voltage
gain asymptotically tends to a maximum as tends to in-
finity (open circuit). As previously stated, in the remainder of
the paper the value of that maximizes the link efficiency is
considered as reported in (7), even if this value does not maxi-
mize the voltage gain.
III. DESIGN TECHNIQUES FOR INDUCTIVE LINKS
The design of the inductors composing the link greatly af-
fects both the performance of the system and the comfort of the
patient. Indeed, the small size of the receiving inductor notice-
ably simplifies the implantation process and reduces the discom-
fort of the patient. Litz-wire coils, integrated CMOS inductors,
MEMS inductors, and printed spiral coils are the most common
solutions for the receiving inductors.
Litz wires consist of many thin strands, individually insulated
and twisted or woven together, according to a predefined pat-
tern. Then, those wires can be used to obtain the receiving coil
(litz-wire coils).
Litz-wire inductors have already been used for the remote
powering of implantable systems [12], [18]. This approach
reduces the resistive losses due to the skin and proximity effects
[19]. However, the advantages of using litz wires, rather than
solid wires, decrease for frequencies higher than hundreds
of kilohertz. By increasing the frequency over that range, a
threshold is reached where local proximity losses increase and
litz wires become more lossy than solid wires. This threshold
has been estimated close to 1 MHz [20]. Usually, inductive
links for the remote powering of implantable devices operate
in a slightly higher frequency range, between 1 MHz and
13.56 MHz, with two dedicated frequencies at 6.78 MHz and
13.56 MHz [10]–[15], [21], [22]. Thus, frequency limitations
are a drawback of using litz-wire coils for the remote powering
of implantable sensors.
Frequency issues can be mitigated by increasing the number
of strands, while reducing the diameter. However, physical
limits exist on strand reduction. Moreover, a smaller diameter
of the strands results in a decreased packing factor, defined as
the ratio between the copper area and the area of the bundle
[20].
Another implementation is the integration of spiral inductors
on-chip with the logic circuitry to be powered by the receiver.
This approach considerably reduces the area of the system.
However, by using a standard CMOS fabrication process,
passive inductors usually have small inductance (typically in
the range of nanohenries [23]) and high resistance, leading to
quality factors with maximum value at high frequency (from
hundreds megahertz up to few gigahertz) and usually lower
than 10 [24], [25]. For these reasons, this approach is not
suitable for power links operating in the low megahertz range.
These limitations can be surmounted by using different
micro-fabrication techniques. Several solutions have been
presented in literature employing MEMS inductors. By using
thick-metal surface micromachining technology, [26] sig-
nificantly decreased the inductor resistance, as compared to
standard CMOS inductors. This decrease enables higher quality
factors. However, since the inductance values remain in the
order of few nanohenries, those quality factors still have their
maximum in the gigahertz range.
Electroplating techniques can be used to obtain microfabri-
cated inductors with lower resistance, when compared to thin
film inductors. An inlaid electroplating procedure is used in [27]
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to realize microcoils on silicon substrates. The fabricated in-
ductor has an area of and a quality factor of about
34 at 4 MHz. Similar performance is obtained by using electro-
plated gold on an insulating substrate [28]. The fabricated in-
ductor has an area of and a quality factor of 29 at
13.56 MHz.
Finally, another option to design the receiving inductor is
to use a standard Printed Circuit Board (PCB) process. This
method enables the realization of the receiving coil on rigid or
flexible substrates. Flexible substrates can considerably facil-
itate the implantation process. Furthermore, by using printed
inductors several layers can be stacked to obtain multi-layer
structures. The multi-layer approach enables area reduction,
while preserving the performance of the link. Differently from
what happens with microfabrication, no technological limita-
tions exist on the number of layers that can be stacked.
The multi-layer approach has already been presented in
literature [29]–[31]. Ref. [30] has proposed a ,
4-layer, 2.5 receiving inductor having a quality factor of
90 at 13.56 MHz. These results are obtained by simulations.
The effects on the inductance and the quality factor of different
parameters (e.g., number of layers, spacing between adjacent
traces, and trace width) are reported. A set of equations is
proposed to calculate the electrical parameters of multi-layer
structures starting from their physical characteristics [31]. A
, 2-layer, 3.8 receiving inductor with a quality
factor of 42 at 10 MHz has been developed by using these
analytic expressions [31].
Several key points make this technique particularly suitable
for the remote powering of implantable systems. The implan-
tation process can be facilitated by the flexibility of the sub-
strate and the possibility to partially reduce the inductor area,
while preserving the link performance. Moreover, a relatively
high quality factor can be obtained with a simple and inexpen-
sive process.
The drawbacks of this technique are the loss of flexibility
when a high number of layers is used, the process resolution
that limits the minimum size of the coil and the brittleness of
the solder joints while dealing with a high number of layers.
These constraints are determined by the technology and cannot
be overcome. However, a careful design of the inductors (lim-
ited number of layers, careful choice of the inductor geometries
and of the solder joints) can limit the effects of these drawbacks.
This paper further investigates the use of multi-layer induc-
tors for the remote powering of implantable systems. A novel,
asymmetrical shape of the receiving inductor is investigated.
Due to a rectangular shape, having the form factor of a needle,
the implantation process can be facilitated. This reduces the dis-
comfort of the patient. Multi-layer rectangular structures are re-
alized on a flexible substrate and measured, in order to com-
pare their performance with the simulations reported in liter-
ature. Then, the concept of multi-layer inductors is deepened
by studying their performance in the presence of biological tis-
sues. Finally, a complete system is presented to perform mea-
surements within an experimental setup.
IV. DESIGN OF MULTI-LAYER INDUCTORS
In this section the design of multi-layer printed spiral induc-
tors is discussed. The electrical properties of the body tissues are
determined for different implantation areas [32] (Section IV-A).
Those data are used to simulate the effects of the inductor ge-
ometry on the optimal working frequency [32] (Section IV-B).
Once a range of working frequencies is defined, the effects of
the geometry on the link efficiency and the voltage gain are mea-
sured (Section IV-C). Finally, multi-layer inductors are intro-
duced and measured (Section IV-D).
A. Electrical Properties of the Body Tissues
In order to investigate the behavior of an inductive link that
remotely powers an implantable device, it is necessary to model
the electrical properties of the appropriate human tissues. A
large number of tissues have been investigated with the Cole-
Cole dispersion model [33]. This model describes the complex
permittivity of a tissue as a function of the angular frequency
of the incident electromagnetic field
(11)
where is a time constant characterizing the polarization mech-
anism, is a measure of the broadening of the dispersion, is
the permittivity of the vacuum and is the static ionic conduc-
tivity of the tissue. The term is the permittivity of the tissue
at field frequencies where . Finally, ,
where is the permittivity of the tissue at field frequencies
where . These parameters are reported in [33] for a
large variety of body tissues.
The implantation areas have been investigated by using the
Visible Human Server [34], that enables 3D real time naviga-
tion into the human body. Four different locations, such as arm,
forearm, abdomen, and leg have been explored with the Vis-
ible Human Server and modeled using the Cole-Cole dispersion
model [32]. The description of the tissues within these implan-
tation areas is reported in Table I, together with the location of
the coils. The different tissues have been imported in the simu-
lation tool Agilent Momentum to perform full-wave analyses in
different parts of the human body. The power links have been
considered as 2-port networks and the S-parameters obtained
with the simulation tool have been used to calculate the link ef-
ficiency. The results of those simulations are presented in the
following subsections.
B. Working Frequency
Most of the inductive links presented in the literature op-
erate at frequencies of fewmegahertz [10]–[15], [21], [22], [35],
generally below 10 MHz. This upper limit is often adopted to
minimize the quantity of power absorbed by the tissues and in-
crease the link efficiency. The power absorbed per unit mass of
tissue due to an incident electromagnetic field is defined as Spe-
cific Absorption Rate (SAR). Different studies have shown that
the whole-body averaged SAR in an average man is minimum
for frequencies below 10 MHz, reaches the maximum around
70 MHz and decreases for microwave frequencies [36], [37].
The optimal frequency for an inductive link is closely related
to the geometry of the inductors. Indeed, a reduction of the in-
ductor size shifts the optimal frequency towards higher values
[38]. However, the drawback of this choice is a considerably
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TABLE I
IMPLANTATION SITES [32]
Fig. 3. The reduced size of the coils causes a higher optimal frequency, along
with a reduced maximum link efficiency. Simulations are performed in the arm.
Reprinted from [32].
smaller link efficiency, as compared to bigger geometries oper-
ating at lower frequencies, below 10 MHz.
This effect is simulated in Fig. 3, from [32], where the link
efficiencies of three pairs of small-size, single-turn inductors
are compared. The receiving coils are single-turn, rectangular
structures with copper metal traces. The short side is set equal
to 0.9 mm; this value is compatible with the diameter of com-
mercial needles. The trace has a thickness of 38 and a width
of 0.2 mm. The external coil has copper traces with width equal
to 2 mm and thickness equal to 38 . For all of the induc-
tors, the optimum frequency is fairly higher than the range com-
monly used. Moreover, by reducing the size of the inductors, the
optimum frequency increases and the maximum link efficiency
decreases.
The effects of different implantation sites on the maximum
link efficiency are shown in Fig. 4, from [32]. Different im-
plantation sites involve different body tissues and implantation
depths. However, these factors do not significantly affect the op-
timum frequency, that is mostly determined by the geometry of
the inductors. The differences of value among the three curves
are mostly due to the different implantation depths.
Finally, if a larger, multi-turn spiral inductor is used as trans-
mitter, while maintaining fixed the size of the receiver, the op-
Fig. 4. Different implantation sites do not affect the optimum frequency. The
differences among the three curves are mostly due to the different implantation
depths. Reprinted from [32].
Fig. 5. Maximum link efficiency obtained with multi-turn external coils. The
number of turns and the geometry of the external coils affect the optimal fre-
quency. Simulations are performed in the arm. Reprinted from [32].
timal frequency shifts down in the range of frequencies where
absorption is minimum (Fig. 5, from [32]). In Fig. 5, for two
curves (14 turns and 29 turns), the trace width of the external coil
and the spacing between adjacent traces is 0.2 mm; in the third
curve (30 turns) the trace width of the external coil is 0.25 mm,
while the spacing between adjacent traces is 0.14 mm. This last
simulation confirms the possibility to use a small receiving in-
ductor, with the size and the shape of a needle, and to operate at
frequencies of few megahertz if a multi-turn external inductor
is used.
C. Link Efficiency
Different geometries have been designed and measured, to
determine the optimal tradeoff among the link efficiency, the
voltage gain, and the size of the receiving inductors. The curves
presented in this subsection are obtained by measuring the elec-
trical parameters of the coils. By substituting these parameters
in (9) and (10), the link efficiency and the voltage gain are de-
termined. The electrical parameters of the coils are measured by
means of a network analyzer (Rohde & Schwarz—ZVL).
Initially, receiving inductors with different size have been
tested by using the same external inductor (Fig. 6). The results
of these measurements show that the link efficiency does not
increase over 10 MHz. This behavior is in agreement with the
simulations in Fig. 5. Moreover, by increasing the size and the
number of turns of the receiving inductor, both the link effi-
ciency and the voltage gain increase. Indeed, a larger area and
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Fig. 6. Link efficiency and voltage gain decrease when smaller receiving inductors are used. The distance between the coils is 5 mm. The inductance and resistance
of each coil are measured at 5 MHz. Notations , , and indicate the trace width, the spacing between adjacent turns, and the trace thickness, respectively.
Fig. 7. By reducing the number of turns of the external inductor and increasing their width, the link efficiency slightly decreases while the voltage gain noticeably
increases. This behavior is not affected by the larger (group a) or smaller (group b) size of the internal inductor. The distance between the coils is 5 mm. The
inductance and resistance of each coil are measured at 5 MHz. The notation of the parameters is the same as in Fig. 6.
more turns for the receiving inductor lead to a larger mutual in-
ductance between the coils. The link efficiency (9) increases
with . Furthermore, if expression (7) is satisfied, also the
voltage gain (10) increases with .
Different widths of the traces have been measured for the
external inductor, while maintaining the area fixed (Fig. 7). A
lower number of turns with larger width results in a smaller
resistance of the external inductor and the maximum link
efficiency (9) is a decreasing function of . However, a lower
number of turns also reduces the mutual inductance and the
maximum link efficiency (9) is an increasing function of .
Consequently, to test which behavior is predominant between
the decrease in and the decrease in , different widths are
tested for the traces of the external inductor, while maintaining
the inductor area fixed. In the inductors with wider traces, the
decrease in outweighs the decrease in , thereby lowering
the maximum link efficiency. Instead, the voltage gain strongly
increases where the number of turns of the external inductor is
reduced. Indeed, it can be shown that the voltage gain (10) is
inversely proportional to the number of turns of the external coil
under a constant-Q assumption [17].
This assumption considers the quality factor of a coil inde-
pendent of the number of turns, for a given shape and size of
the coil. This assumption can be used while optimizing the link
efficiency, since the maximum link efficiency varies slowly with
the quality factors of the inductors composing the link. This
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Fig. 8. Layout of a multi-layer spiral inductor on printed circuit board.
assumption has been used in [17], [39] to optimize the link
performance.
D. Multi-Layer Inductors
The major constraint associated with the use of subcutaneous
implantable devices is the size. Indeed, to reduce the discom-
fort of the patient and facilitate the implantation process, im-
plantable devices should be as small as possible. This require-
ment is in conflict with the results shown in Fig. 6. Indeed,
a smaller internal coil results in a lower link efficiency and
voltage gain. Tomitigate this issue, a multi-layer approach is ex-
perimentally investigated. Multi-layer inductors, thanks to their
small area, are particularly suitable for this type of applications.
Moreover, the use of rectangular multi-layer inductors facili-
tates their injection in the subcutaneous zones by means of a
syringe.
The design of a multi-layer inductor is shown in Fig. 8. In a
multi-layer coil, the same spiral inductor is replicated on the two
layers of several printed circuit boards; then, the different boards
are stacked and the inductors are electrically connected. Thus, a
multi-layer inductor is obtained. A multi-layer inductor has the
same area as the equivalent single layer inductor, but includes
many more turns and, hence, a higher coupling with the external
inductor. Attention must be paid to the current direction among
the different layers. Indeed, layout must be designed to have the
current flowing in the same direction in all the layers. Thus, the
contribution of each layer to the total magnetic field will have
the same sign.
Several multi-layer inductors are realized and tested to in-
vestigate their performance and to compare them with a single-
layer approach (Fig. 9). In Fig. 10 the same geometries depicted
in Fig. 6 are shown, with the addition of an 8-layer, 14-turn in-
ductor. This multi-layer inductor has higher link efficiency and
voltage gain as compared with the single-layer inductor having
the same area. The link efficiency is 35% higher, shifting from
0.17 to 0.23 at 10 MHz. The voltage gain is almost one order of
magnitude higher.
By using multi-layer inductors it is possible to partially com-
pensate a reduction of area by properly increasing the number
of layers. This possibility is shown in Fig. 10. The 12-layer,
21-turn inductor having an area of 30 and a total thick-
Fig. 9. Multi-layer spiral inductors are obtained by stacking and connecting
single-layer inductors realized on a flexible substrate.
ness of 816 , exhibits almost the same performance of the
8-layer, 14-turn inductor, with an area of 76 and a total
thickness of 544 . Consequently, the same performance is
obtained with an area reduction of about 60%.
V. EXPERIMENTAL RESULTS
A system is designed to power the implantable sensor and
provide bidirectional communication [16]. The system is real-
ized with commercial off-the-shelf components on a flexible
substrate, in order to be embedded into a skin patch and placed
directly over the implantation area. The resulting device has
been shown in Fig. 1.
In the next subsections the schematic of the system is de-
picted, along with the description of an implantable target de-
vice. The performance of receiving multi-layer spiral inductors
is measured. Finally, a comparison with the results presented in
literature is given.
A. Schematic Description
As previously reported, the system has been conceived to be
embedded into a skin patch, in order to be easily placed over
the implantation area [16]. Thin lithium-ion polymer batteries
power the system, that can be remotely controlled through a
bluetooth module. The mains blocks of that device are summa-
rized in Fig. 11. In this section, a high level description of the
system is reported. Further implementation details can be found
in [16].
Power is transmitted through the inductive link by using a
class-E power amplifier. Amplifiers working in class-E are pre-
ferred to drive inductive links, due to their high efficiency, theo-
retically equal to 100%. The schematic of the class-E power am-
plifier is shown in Fig. 12. TheMOSFET , driven by a square
waveform, acts as a switch. If capacitors and are prop-
erly tuned, the current through the switch and the voltage
across the switch are never different from zero at the same time.
Therefore, theoretically the switch does not dissipate power. An
analytical description of class-E amplifiers can be found in [17],
[40].
The system is conceived to power implantable biosensors
dedicated to the lactate monitoring. An example of an im-
plantable device is given in [41]. That device is designed to
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Fig. 10. Multi-layer spiral inductors (group b) enable a higher link efficiency and voltage gain if compared with single-layer inductors having the same area
(group a). Furthermore, the reduction of area in multi-layer inductors can be partially compensated by increasing the number of layers (group b). The distance
between the coils is 5 mm. The inductance and resistance of each coil are measured at 5 MHz. The notation of the parameters is the same as in Fig. 6.
Fig. 11. Schematic illustration of the system to remotely power an implanted
device. Bidirectional data communication with the implanted device is achieved
with ASKmodulator/demodulator. Long-range communication is performed by
using the bluetooth protocol. The system has been conceived to be embedded
into a skin patch.
detect endogenous compounds, such as the lactate, by means of
chronoamperometry. In this technique, a fixed potential, equal
to the reduction or oxidation potential of the lactate, is applied
to the solution; the current read by the sensor is proportional
to the lactate concentration. The proposed circuit has been
realized in 0.18 CMOS technology. The supply voltage is
1.8 V and its maximum current is about 300 , leading to a
power consumption of 540 .
To enhance the versatility of the transmitter and to be able to
power different families of implantable devices the maximum
transmitted power is fixed at 10 mW. This value is used with
the design expressions in [17], [40] to determine the appropriate
, , and (Fig. 12). The working frequency of the trans-
mitter is fixed at 5 MHz.
The amplitude modulator to perform downlink communica-
tion, also shown in Fig. 12, is based on that in [42]. This cir-
cuit, based on a Darlington pair, modulates the power carrier
Fig. 12. Schematic of the external system. Class-E power amplifier, amplitude
modulator and demodulator are shown.
across the external inductor by acting on the supply voltage
of the class-E amplifier. The modulation depth is determined
by the ratio between resistors and . The modulation of
the power carrier is detected by an amplitude demodulator em-
bedded into the implantable sensor.
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Downlink communication is used to transmit commands,
such as duration of the measurements and sample-rate, to the
implantable sensor. By coding a single instruction as a byte, a
downlink bit-rate of few kilobytes per second enables a setup
time of the sensor in the order of few milliseconds. Thus, the
desired downlink bit-rate is set to 10 kbps.
Uplink communication is obtained by changing the internal
load of the receiving coil. This change affects the load seen by
the external coil, thereby varying the current flowing on it. Thus,
by modulating the internal load, uplink communication is per-
formed without any implantable RF transmitter. This technique
is often named backscattering. The load modulation affects not
only the current flowing on the external inductor, but also the
DC current drawn by the amplifier from the supply. To de-
modulate an LSK bitstream coming from uplink communica-
tion, current is converted into a voltage, digitized and an-
alyzed by a microcontroller (Fig. 12). High current corre-
sponds to an internal load not short-circuited (digital value 0);
low corresponds to an internal load short-circuited (digital
value 1). Since the value of strongly depends on several fac-
tors, such as the distance between the inductors and the inter-
leaved tissues, the threshold between high and low current is
updated prior to each communication.
Lactate concentration in body fluids exhibits a weak temporal
dependence. A measurement rate of one sample per minute is
sufficient to track with precision the lactate concentration of an
athlete under stress. Thus, an uplink bit-rate of few bytes per
minute would be sufficient. However, in order to communicate
efficiently with the external unit during the setup time, the up-
link bit-rate of the sensor is set to 10 kbps, equal to the downlink
bit-rate.
Digital circuitry, based on a microcontroller, drives the
class-E power amplifier and generates the modulating signal.
Furthermore, it monitors the current . The microcontroller
is remotely driven by means of a bluetooth module and can
bidirectionally communicate with a remote device.
The entire system is powered with two rechargeable thin
lithium-ion polymer batteries [43]. On board, different voltages
are generated for the analog and the digital circuits.
B. Setup
In order to measure the performance of the system with
multi-layer spiral inductors, the following setup is used. The
transmitting inductor is driven by the class-E power amplifier
previously presented. The power received by the internal in-
ductor is measured by means of a spectrum analyzer (Rohde
& Schwarz—ZVL). The receiving inductor is not directly
linked to the spectrum analyzer. Instead, a capacitive matching
network is used to match the input impedance of the instrument
(50 ) to the impedance of the receiving inductor.
A mechanical setup is used to adjust the distance between
the transmitting and receiving inductors, while assuring a planar
alignment. The distance between the inductors lies within the
range from 6 mm to 70 mm.
Downlink communication is tested by transmitting an ASK
bitstream with the external patch and by reading it on the am-
plitude demodulator embedded into the spectrum analyzer.
Fig. 13. Both the model based on (9) and the measurements confirm a strong
dependency of the transferred power with distance.
Finally, uplink communication is tested by short-circuiting
the 50 input of the spectrum analyzer according to a given
bitstream and by reading that bitstream at the output of the cur-
rent-to-voltage converter embedded into the patch (Fig. 12).
C. Measurements
To investigate the performance of the system, a first set of
measurements is performed in ambient air. The receiving in-
ductor is the 12-layer, 21-turn, coil shown in Fig. 10.
The amplifier can transmit up to 15 mW over a distance of
6 mm. The link efficiency, as calculated from (9) by using the
measured values of the inductors, is 13%. While transmitting
15 mW at 6 mm, the amplifier consumes 340 mW. Thus, the
overall efficiency of the system is 4.4%.
The transferred power quickly decreases when the distance
between the inductors increases. In Fig. 13, the curve denoted
as “model” is obtained by using the measured values of the in-
ductors in (9); the curve named “measurement” is obtained by
reporting the power effectively delivered to the load. Measure-
ments present good agreement with the model reported in Sec-
tion II. Both the curves decrease as .
A second set of measurements is performed using beef sirloin
between the inductors (Fig. 14). The thickness of the sirloin is
17 mm. In this case, the transferred power is 1.17 mW. This
result is similar to that obtained in ambient air by using the same
distance between the inductors (Fig. 13).
Finally, data communication is investigated. Downlink com-
munication is successful up to 100 kbps. This rate is one order of
magnitude higher than the desired one, fixed at 10 kbps. Higher
bit-rates are still possible, but not useful for the target applica-
tion (detection of lactate). The same bit-rate (100 kbps) is ob-
tained by using beef sirloin between the inductors. In Fig. 15(a)
is shown a downlink bitstream, having a bit-rate of 100 kbps,
detected on the receiving inductor. The bitstream is recorded at
the output of the amplitude demodulator.
Uplink communication is performed at 66.6 kbps up to 1.1 cm
of distance between the coils. The uplink bit-rate is limited by
the computational time needed by the microcontroller to dis-
tinguish the two logic levels, according to the threshold value
measured before the communication. Similarly to the downlink
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Fig. 14. Measurements are performed using beef sirloin between the inductors.
Reprinted from [16].
Fig. 15. A downlink bitstream, having a bit-rate of 100 kbps, is detected by
the receiving inductor (a). An uplink bitstream, having a bit-rate of 66.6 kbps,
is recorded at the output of the current-to-voltage converter (channel 1) while a
modulating signal (channel 2) short-circuits the internal inductor (b).
communication, the bit-rate achieved in the uplink communica-
tion is almost one order of magnitude higher than the desired
one, fixed at 10 kbps. In Fig. 15(b) is shown an uplink bit-
stream, having a bit-rate of 66.6 kbps, received by the external
system. The uplink bitstream (channel 1) is recorded with an
oscilloscope at the output of the current-to-voltage converter of
Fig. 12. The signal that modulates the internal load is also re-
ported (channel 2).
Data transmission affects the power transfer. While down-
link communication is not performed, the amplifier is directly
connected to , thus bypassing the amplitude modulator.
While a high logic level is transmitted, the use of the ampli-
tude modulator decreases the received power of about 33%
when compared to the case where the amplifier is directly
connected to . When a low logic level is transmitted, the
received power decreases of about 82% due to the reduced
supply voltage. During uplink communication, load modulation
detunes the amplifier, thus reducing the link efficiency.
However, in this specific application the communication
between the sensor and the system is sporadic. Downlink
communication is performed for the initial setup of the sensor;
uplink communication is performed only few milliseconds
every minute. Thus, the effects of data communication on
power transfer are negligible.
D. Comparison With the State of the Art
The system realized is compared in Table II with similar
devices presented in the literature [11]–[13], [44]. The use of
multi-layer spiral inductors, described in the previous section,
enables a higher link efficiency and transmitted power, if
compared with single-layer spiral inductors of the same area.
This characteristic, combined with the low thickness, makes
multi-layer spiral inductors particularly suitable for low inva-
sive implanted devices.
VI. CONCLUSIONS
The use of multi-layer printed spiral inductors to remotely
power implantable sensors is investigated. Multi-layer struc-
tures are implemented on flexible substrates to facilitate the
implantation process. Furthermore, it is possible to partially
compensate a reduction of the inductor area by properly
increasing the number of layers. Differently from the planar
microfabricated inductors, no technological limitations exist for
the number of layers that can be stacked. Multi-layer, printed
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spiral inductors with rectangular shape have been studied and
measured. The rectangular shape, having the form factor of a
needle, is designed to facilitate the implantation process and
reduce the discomfort of the patient.
A system conceived to be embedded into a skin patch is de-
signed to verify the performance of those inductors. A high ef-
ficiency class-E power amplifier is utilized to drive the external
inductor. Powered by two thin lithium-ion polymer batteries,
the system can transfer up to 15 mW over a distance of 6 mm
in air. The maximum link efficiency measured is 4.4%. Further-
more, the system can transfer up to 1.17 mW when a 17 mm
beef sirloin is placed between the inductors. Bidirectional data
communication between the system and the implantable device
is performed. Downlink communication is achieved by means
of an external amplitude modulator. Downlink bit-rate up to
100 kbps is demonstrated. Uplink communication is based on
the backscattering technique and is performed at 66.6 kbps up
to a distance of 1.1 cm between the inductors.
These results are obtained by using multi-layer spiral induc-
tors as receivers. If compared with single-layer inductors having
the same area, multi-layer inductors exhibit a link efficiency im-
provement up to 35% and a voltage gain improvement of one
order of magnitude. The overhead for these improvements is an
increase in thickness by a few hundreds micrometers.Moreover,
the same performance, in terms of link efficiency and voltage
gain, is obtained with decrease in area of 60% by simply in-
creasing the number of layers.
Finally, the system is compared with the state of the art. Due
to multi-layer inductors, the volumes of the coils can be scaled
down without reducing the link efficiency and the transmitted
power.
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